Interference in estimation of serum copper concentration resulting from use of silicone-coated tubes for collection of blood.
Prolonged contact between silicone-treated stoppers in evacuated tubes and serum was found to interfere in estimation of serum copper concentration using atomic absorption spectrophotometry.